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Abstract.  The  wavelength  and  flux  calibration,  and  the  in- 
orbit  performance  of  the  Infrared  Space  Observatory  Long- 
Wavelength  Spectrometer  (LWS)  are  described.  The  LWS  cali¬ 
bration  is  mostly  complete  and  the  instrument’s  performance  in 
orbit  is  largely  as  expected  before  launch.  The  effects  of  ionising 
radiation  on  the  detectors,  and  the  techniques  used  to  minimise 
them  are  outlined.  The  overall  sensitivity  figures  achieved  in 
practice  are  summarised.  The  standard  processing  of  LWS  data 
is  described. 
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1.  Introduction 

The  Long  Wavelength  Spectrometer  (LWS)  is  one  of  four  in¬ 
struments  onboard  the  European  Space  Agency’s  Infrared  Space 
Observatory,  ISO  (Kessler  et  al  1996).  The  instrument  and  its 
operation  are  described  in  more  detail  in  Clegg  et  al.  (1996) 
and  Church  et  al.  (1993).  In  this  paper  the  in-orbit  calibration 
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Table  1.  Wavelength  Accuracy  of  the  LWS 


Subsystem 

RM  S  Accuracy  {pm) 

Grating 

2.6  x  10“2 

FPS 

8  x  10“4 

FPL 

2.7  x  10“3 

scheme  for  the  instrument  is  presented,  together  with  a  sum¬ 
mary  of  the  performance  of  the  instrument  as  determined  from 
calibration  measurements. 

The  LWS  uses  a  diffraction  grating  working  in  first  and  sec¬ 
ond  order  with  a  resolution  element  of  0.6  and  0.29  mm  in  first 
and  second  order  respectively  over  a  wavelength  range  from 
43.0  to  196.9  mm.  In  addition  there  are  two  Fabry-Perot  inter¬ 
ferometers  operated  over  the  ranges  47-70  mm  (FPS)  and  70- 
196.6  mm  (FPL)  respectively,  with  a  resolving  power  between 
8100  and  8500  for  FPS  and  6800  and  9700  for  FPL.  The  grat¬ 
ing  also  performs  the  order  sorting  for  the  Fabry-Perots.  The 
radiation  dispersed  from  the  grating  is  focused  onto  a  linear  de¬ 
tector  array  made  up  of  one  Ge:Be;  five  unstressed  Ge:Ga  and 
four  stressed  Ge:Ga  photoconductive  detectors  with  a  concen¬ 
tric  field  of  view  on  the  sky.  Bandpass  filters  located  in  front  of 
the  detectors  define  ten  overlapping  wavelength  bands  covering 
the  wavelength  range  of  the  instrument.  Each  detector  signal 
is  read  out  by  a  JFET  integrating  amplifier  which  produces  a 
voltage  ramp  the  slope  of  which  is  proportional  to  the  detector 
current.  The  current  is  measured  by  sampling  this  ramp  at  a 
frequency  of  88  Hz. 

The  LWS  observation  parameters  are  controlled  by  means 
of  Astronomical  Observation  Templates  (AOTs).  These  are  de¬ 
signed  to  maximise  the  efficiency  of  the  instrument  whilst  giving 
the  potential  observer  the  minimum  necessary  interaction  with 
the  technical  aspects  of  the  instrument  operation.  At  the  time  of 
writing,  three  of  the  four  LWS  AOTs  have  been  commissioned 
and  released  for  general  use.  The  fourth  (L03)  is  currently  un¬ 
dergoing  final  in  orbit  testing. 

2.  Wavelength  calibration  and  spectral  resolution 

Before  the  launch  of  ISO  there  was  only  a  sparse  knowledge  of 
the  lines  available  from  astronomical  sources  that  were  likely 
to  be  suitable  for  the  calibration  of  the  LWS.  End-to-end  grat¬ 
ing  scans  were  therefore  made  to  obtain  spectral  surveys  of 
bright  sources.  More  detailed  grating  scans  were  made  on  those 
sources  which  showed  the  strongest  lines  in  order  to  achieve 
high  signal  to  noise  on  the  lines  of  interest.  The  lines  finally  used 
for  grating  wavelength  calibration  were  OIII  (51.814  pm);  NIII 
(57.317  pm);  OI  (63.184  pm);  OIII  (88.356  pm);  OI  (145.525 
pm);  CII  (157.741)  and  the  CO  J 14- 1 5  transition  (173.631  pm). 
These  lines  give  a  comprehensive  coverage  across  the  LW S  band 
with  at  least  one  line  on  each  detector  except  LW2  and  SW4. 
The  NII(121.898  mm)  line  has  subsequently  been  observed  us¬ 
ing  LW2  confirming  the  wavelength  calibration  for  this  detec¬ 
tor.  The  grating  calibration  obtained  has  been  further  refined 


using  Fabry-Perot  measurements  of  a  bright  continuum  source 
(Jupiter)  to  give  a  series  of  accurate  wavelength  markers  (Emery 
et  al  1993). 

Lines  in  the  planetary  nebulae  NGC  6826  and  NGC  7027, 
the  bright  HII  region  NGC  3603  and  the  reflection  nebula  NGC 
7023  were  also  used  to  set  up  the  mesh  parallelism  and  to 
establish  the  wavelength  calibration  of  the  two  Fabry-Perots. 
The  wavelength  calibration  accuracy  achieved  for  all  three  sub¬ 
systems  is  given  in  Table  1 .  The  long  wavelength  Fabry-Perot 
showed  a  problem  with  its  operation  that  manifested  itself  as  a 
loss  of  both  transmission  and  resolution  as  the  gap  between  the 
meshes  was  changed.  This  was  traced  to  stray  capacitance  in 
the  wiring  harness  causing  an  incorrect  feed-back  in  the  servo 
system  that  in  turn  led  to  a  loss  of  parallelism.  A  solution  to  the 
problem  has  been  implemented  by  updating  the  commanded  off¬ 
sets  in  the  servo  system  about  every  200  steps  of  the  Fabry-Perot 
scan  to  maintain  parallelism.  This  operation  has  been  confirmed 
using  both  of  the  Fabry-Perot  AOTs  (L03  and  L04).  No  line  has 
yet  been  observed  that  is  sufficiently  narrow  to  allow  the  re¬ 
solving  power  and  tr  ansmission  efficiency  of  the  Fabry-Perots 
to  be  determined.  However,  none  of  the  lines  is  resolved  by  the 
grating  and  the  FWHM  resolution  has  been  confirmed  as  0.29 
mm  for  the  second  order  and  0.6  mm  for  the  hist  order. 

3.  Flux  calibration  and  removal  of  instrument  response 

3.1.  Primary  flux  standard 

At  present,  the  primary  flux  standard  for  the  LWS  is  Uranus. 
Uranus  has  the  advantages  that  it  is  bright  (around  1  kJy  at  100 
jimi),  point-like  in  the  LWS  beam  (~3  arcsec  diameter),  non¬ 
variable,  and  has  a  continuum  spectrum  which  is  featureless  on 
the  scale  of  the  LWS  spectral  resolution.  The  model  brightness 
temperature  spectrum  which  we  use  for  Uranus  is  based  on 
measurements  of  the  Voyager  IRIS  spectrometer  which  extend 
out  to  50  pm  wavelength  (Hanel  et  al.,  1986;  B  Conrath,  private 
communication),  and  an  extrapolation  to  longer  wavelengths 
using  an  atmospheric  model  constrained  to  agree  with  ground- 
based  submillimetre  photometry  (Griffin  and  Orton,  1993).  The 
Uranian  brightness  temperature  varies  between  56  and  62  K  over 
the  LWS  wavelength  range.  We  estimate  the  absolute  accuracy 
of  the  Uranus  model  to  be  within  ±5%.  Observations  of  Mars 
later  in  the  mission  will  be  used  to  refine  and  cross  check  the 
absolute  calibration  scheme. 

3.2.  Removal  of  the  instrument  response  function 

The  overall  transmission  function  of  the  LWS  is  determined 
by  the  combination  of  the  transmission  of  the  optics  and  the 
Fabry-Perots,  the  bandpass  filters,  the  efficiency  of  the  grating 
and  the  optical  chain  (including  diffraction  effects  from  the  ISO 
telescope),  and  the  spectral  response  of  the  detectors.  To  re¬ 
move  the  instrument  response  function  from  the  astronomical 
spectra,  a  series  of  calibration  tables  (one  for  each  detector) 
have  been  constructed.  These  tables  were  derived  by  dividing 
time-corrected  and  averaged  sub-spectra  of  Uranus  by  the  model 
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Wavelength  (urr  Wavelength  (yitm) 


Fig.  1.  LWS  spectrum  of  the  asteroid  Ceres  after  correction  using  the 
illuminator  flashes  and  the  calibration  against  Uranus  as  described  in 
the  text.  The  dotted  line  is  the  flux  predicted  using  the  Standard  Thermal 
Model  (Lebofsky  and  Spencer  1989).  The  line  at  about  157  gm  is  due 
to  CII  emission  from  the  cirrus. 

spectrum  of  Uranus  described  above.  The  tables  contain  the  ab¬ 
solute  responsivity  (A  W-1  cm2.)  of  the  LWS  referred  to  the 
entrance  pupil  of  the  ISO  telescope,  within  a  spectral  resolution 
element  and  within  the  beam  of  the  LWS. 

The  signal  to  noise  ratio  per  spectral  element  achieved  in 
the  measurement  of  the  Uranus  signal  varies  across  the  LWS 
wavelength  range  but  is  typically  350.  All  LWS  grating  spectra 
are  divided  by  the  spectrum  of  Uranus:  the  effective  signal  to 
noise  on  the  calibrated  continuum  can  therefore  never  be  greater 
than  this  value,  no  matter  how  high  the  signal  to  noise  ratio 
achieved  on  the  actual  measurement.  Further  measurements  of 
the  Uranus  spectrum  will  be  made  in  the  near  future  to  improve 
upon  the  signal  to  noise  ratio. 

Figure  1  shows  the  spectrum  of  the  asteroid  Ceres,  cali¬ 
brated  using  Uranus  as  described  above  and  with  the  detector 
responsivity  drift  removed  using  the  internal  illuminators  as  de¬ 
scribed  below.  On  the  same  plot  is  shown  the  predicted  spectrum 
of  Ceres  for  the  date  of  observation  calculated  using  the  Stan¬ 
dard  Thermal  Model  (STM)  of  Lebofsky  and  Spencer  (1989). 
It  can  be  seen  that  the  individual  sub  spectra  of  the  detectors 
are  matched  to  within  10%  from  one  detector  to  another  and 
the  general  shape  of  the  STM  is  reproduced  with  the  observed 
spectrum  being  generally  higher  than  the  predicted  spectrum. 
This  accuracy  is  not  always  achieved:  variations  between  adja¬ 
cent  detectors  as  high  as  30%  are  sometimes  observed  because 
the  present  scheme  for  correcting  for  the  drift  in  responsivity  of 
the  detectors  is  not  sufficiently  accurate. 

The  matching  of  sub-spectra  by  use  of  the  internal  illumi¬ 
nators  is  one  of  the  outstanding  problems  with  the  calibration 
of  the  LWS.  Several  methods  of  matching  the  sub-spectra  have 
been  tried.  The  overlap  in  the  wavelength  coverage  of  adjacent 
sub-spectra  allows  them  to  be  scaled  or  shifted  to  match  each 
other.  Alternatively  (Liu  et  al.  1996)  a  smooth  function  can  be 
fitted  to  the  continuum  and  the  individual  sub-spectra  scaled  to 
fit  this  function. 


Fig.  2.  The  spectrum  of  DR2 1  West  after  flux  calibration  and  removal 
of  the  instrument  response  (upper  trace).  The  same  spectrum  is  shown 
in  the  lower  trace  to  show  the  effectiveness  of  the  defringing  algo¬ 
rithm.  The  spectrum  has  been  arbitrarily  displaced  for  clarity.  The  OI 
line  at  about  145pm  the  CII  line  at  about  157pm  and  a  CO  line  at 
about  163pm  can  be  seen  to  be  preserved  whilst  the  fringing  has  been 
successfully  removed  from  the  continuum. 

3.3.  Defringing 

Grating-mode  spectra  are  often  distorted  by  a  large  modula¬ 
tion  (fringing),  which  is  cosinusoidal  in  frequency  space.  A 
typical  example,  from  a  grating  observation  of  DR21  West,  is 
shown  in  the  upper  trace  in  Fig.  2.  A  systematic  study  of  this 
phenomenon  revealed  that  while  point  sources  observed  on- 
axis  show  negligible  modulation,  extended  sources,  and  point 
sources  observed  off-axis,  exhibit  large  modulation.  Subsequent 
analysis  has  shown  that  this  phenomenon  could  be  caused  by  op¬ 
tical  interference  between  multiply  reflected  beams  in  the  LWS 
detector  assembly.  An  extensive  study  of  LWS  spectra  from  a 
range  of  astronomical  sources  revealed  that,  whilst  the  ampli¬ 
tude  of  the  interference  component  varied  widely,  the  frequency 
and  phase  were  stable  for  a  given  detector.  We  have  constructed 
a  defringing  algorithm  which  makes  use  of  this  stability  for  use 
on  all  the  detectors.  The  lower  trace  in  fig.  2  (offset  by  1  on  the 
arbitrary  intensity  scale)  shows  the  result  of  applying  this  algo¬ 
rithm  to  the  spectrum  of  DR21  West  in  one  of  the  LWS  detector 
channels.  It  can  be  seen  that,  in  this  example,  the  large  sinusoidal 
features  in  the  continuum  have  been  removed  whilst  preserving 
both  weak  and  strong  unresolved  lines.  Work  is  continuing  to 
improve  the  defringing  procedures. 

3.4.  The  LWS  beam 

Analysis  of  the  scans  shows  there  to  be  a  discrepancy  between 
the  beam  width  predicted  from  optical  modelling  of  the  ISO 
telescope  and  the  LWS  beam  stop  and  that  given  by  the  measured 
profiles.  At  face  value  the  data  give  a  full  width  at  half  maximum 
of  no  more  than  80  arcsecs,  compared  with  a  model  value  of  90 
arcsecs  at  all  wavelengths.  The  data  also  give  some  indication 
that  the  width  may  vary  with  wavelength  with  perhaps  a  smaller 
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width  at  longer  wavelengths.  At  present  this  discrepancy  is  not 
understood  and  further  modelling  and  observations  are  planned. 

4.  Ionising  Radiation  Effects 

4.1.  Detector  curing 

The  dark  current  and  responsivity  of  photoconductive  detectors 
are  influenced  by  ionising  radiation.  This  was  known  before 
the  launch  of  ISO  and  extensive  tests  were  carried  out  using  7- 
ray  sources  to  investigate  these  effects  and  to  devise  methods  of 
"curing"  the  detectors  in  orbit  (e.g..  Price  et  al.,  1992).  When  the 
satellite  passes  through  the  earth's  radiation  belts  near  perigee, 
the  detectors  are  subjected  to  a  high  dose  of  ionising  radiation, 
resulting  in  large  increases  in  detector  dark  current,  responsivity 
and  noise.  After  perigee  passage,  the  detectors  are  cured  by 
increasing  the  bias  voltage  above  the  breakdown  voltage  for 
several  minutes;  this  curing  procedure  has  been  found  to  work 
well  in  orbit. 

Outside  the  radiation  belts  the  hit-rate  on  the  1  mm3  detec¬ 
tors  from  ionising  cosmic  rays  is  approximately  one  per  detector 
per  eight  seconds.  As  the  orbit  progresses  the  accumulated  dose 
leads  to  a  steady  increase  in  the  responsivity  of  the  detectors 
and  some  detectors  exhibit  excess  noise  and  unstable  behaviour 
after  about  12  hours,  unless  they  are  recured.  This  second  curing 
takes  place  during  ground  station  hand-over  near  apogee  and  no 
observing  time  is  lost. 

4.2.  Correction  for  dark  current  and  responsivity  variations 

The  evolution  of  the  responsivity  as  a  function  of  time  around 
the  orbit  is  monitored  using  the  LWS  internal  illuminators.  The 
change  in  responsivity  is  different  for  different  detectors;  the 
Ge:Be  detector  has  roughly  constant  responsivity,  but  the  varia¬ 
tion  is  up  to  80%  for  the  stressed  detectors.  The  curing  procedure 
at  the  mid-point  of  the  orbit  returns  the  responsivity  of  all  detec¬ 
tors  to  within  5%  of  that  at  the  start  of  the  orbit.  Figure  3  shows 
the  change  in  responsivity  for  one  of  the  unstressed  Ge:Ga  detec¬ 
tors  for  a  typical  orbit.  The  slow,  and  essentially  linear,  upward 
drift  of  the  responsivity  can  be  seen  together  with  the  step  down¬ 
wards  in  responsivity  following  the  mid-orbit  curing  procedure. 

Astronomical  signals  must  be  corrected  for  the  drift  in  re¬ 
sponsivity  and  for  detector  dark  current.  For  this  reason  each 
AOT  includes  a  standard  sequence  of  measurements  of  illumi¬ 
nator  signals  before  and  after  the  source  is  observed. 

4.3.  Effect  of  ionising  radiation  on  sensitivity 

When  an  ionising  particle  hits  a  detector  a  large  amount  of 
charge  is  deposited  at  the  input  of  the  integrating  amplifier.  This 
leads  to  a  step  discontinuity,  or  "glitch",  in  the  amplifier  out¬ 
put;  these  are  removed  from  the  data  steam  by  processing  soft¬ 
ware  on  the  ground.  The  observed  ionising  hit  rate  is  in  broad 
agreement  with  the  rate  predicted  before  launch.  However,  the 
amount  of  charge  generated  within  the  detector  is  found  to  be 
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Fig.  3.  Fractional  change  in  responsivity  vs.  time  in  orbit  for  one  of  the 
unstressed  Ge:Ga  detectors  as  monitored  by  the  internal  illuminators. 
The  sharp  change  in  responsivity  at  the  centre  of  the  orbit  is  caused  by 
the  resetting  of  the  detectors  by  the  mid-orbit  curing  procedure. 

much  larger  in  many  instances  and  the  recovery  from  an  indi¬ 
vidual  hit  takes  longer  than  anticipated.  In  addition  the  detector 
output  can  become  temporarily  unstable  following  a  hit.  When 
operated  at  the  optimum  bias  voltages  and  basic  integration  time 
(2  second)  established  in  ground  tests,  it  was  found  that  these 
effects  were  such  that  the  overall  sensitivity  and  stability  were 
degraded  to  such  an  extent  as  to  make  the  detectors  unusable. 
Experiments  during  checkout  phase  determined  that  the  effects 
could  be  dramatically  reduced  by  a  combination  of  lower  detec¬ 
tor  bias  and  shorter  (0.5  second)  basic  integration  time  (ramp 
length).  This  results  in  a  quicker  recovery  following  a  glitch, 
and  in  a  stable  baseline  after  the  glitched  data  are  removed.  Re¬ 
ducing  the  detector  bias  and  ramp  length  inevitably  result  in  a 
loss  of  instantaneous  sensitivity  (Church  et  al.  1993)  compared 
to  that  achieved  on  the  ground.  However,  in  the  ionising  radia¬ 
tion  environment  of  ISO,  it  leads  to  a  better  overall  performance 
because  of  the  improvements  in  baseline  stability  and  speed  of 
recovery  of  the  detectors. 

Another  consequence  of  ionising  radiation  in  orbit  is  that  it 
has  been  found  that  for  most  observations  the  optimum  operat¬ 
ing  mode  for  the  instrument  is  to  work  in  the  so  called  "fast¬ 
scanning"  mode  where  a  single  ramp  is  taken  per  mechanism 
position  and  the  integration  time  is  built  up  using  many  scans 
of  the  mechanism. 

5.  Sensitivity  achieved 

The  effects  of  ionising  radiation  and  the  measures  needed  to 
minimise  them  mean  that  the  in-orbit  NEPs  of  the  detectors 
are  increased  by  an  average  of  a  factor  of  3.3  over  the  perfor¬ 
mance  achieved  in  quiescent  laboratory  conditions:  most  of  this 
increase  arises  from  the  need  to  use  0.5-second  rather  than  2- 
second  integration  ramps  (Church  et  al  1993).  Figure  4  shows 
the  LWS  sensitivity  in  grating  mode  as  a  function  of  wavelength 
together  with  the  nominal  wavelength  coverage  for  each  of  the 
detector  bands. 
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Fig.  4.  Instrument  sensitivity  versus  wavelength  in  grating  mode.  The  vertical  lines  indicate  the  range  of  wavelength  over  which  each  detector 
is  used  in  normal  operation. 


6.  Pipeline  processing  of  LWS  data 

The  processing  of  the  data  from  the  LWS  is  split  into  two:  the 
derivation  of  the  Standard  Processed  Data  (SPD )  and  Auto  Anal¬ 
ysis  (AA).  The  SPD  stage  converts  the  detector  data  from  raw 
engineering  values  into  photocurrent  by  fitting  a  first  or  second 
order  polynomial  to  individual  ramps.  The  AA  stage  converts 
from  photocurrent  and  mechanism  position  into  flux  and  wave¬ 
length  for  both  the  grating  and  Fabry-Perot  operating  modes. 

6.1.  SPD  Processing 

The  first  portion  of  the  data  in  the  ramps  are  corrupted  by  the 
affects  of  electronic  ringing  in  filters  in  the  amplification  chain 
and  are  not  used  for  ramp  fitting.  The  amount  of  data  not  used 
is  fixed  at  100  milliseconds  for  all  cases  except  for  three  of  the 
stressed  Ge:Ga  detectors  (LW2,  LW3  and  LW4)  where  the  first 
150  milliseconds  are  not  used  for  0.5  second  ramps.  Before  the 
ramp  data  have  been  fitted  a  glitch  detection  algorithm  is  ap¬ 
plied  that  relies  on  the  numerical  differentiation  of  the  ramp.  If 
a  glitch  is  detected  then  the  rest  of  the  data  in  the  ramp  follow¬ 
ing  the  glitch  are  discarded  together  with  the  subsequent  two 
ramps.  This  has  been  found  to  be  necessary  as  the  responsivity 
of  the  detector  has  not  recovered  from  the  affects  of  the  ionising 
radiation  (see  section  4)  and  the  ramps  are  corrupted. 

In  general  the  response  of  the  detector  and  integrating  am¬ 
plifier  combination  gives  a  curved  ramp.  In  the  present  version 
of  the  pipeline  software  the  linear  term  of  a  second  order  polyno¬ 


mial  fit  to  the  ramp  is  used  to  give  a  measure  of  the  photocurrent. 
However,  at  low  signal  levels,  the  noise  on  the  ramp  is  such  as 
to  make  a  second  order  polynomial  fit  inappropriate  and  a  lin¬ 
ear  fit  must  be  used.  The  SPD  software  changes  from  a  first  to 
second  order  fit  at  a  given  signal  level.  This  is  different  for  each 
detector  and  is  calculated  so  as  to  effect  as  smooth  a  transition 
as  possible  from  one  to  the  other. 

The  illuminator  flash  data  are  also  processed  by  the  SPD 
stage  and  the  average  value  of  the  photocurrent  for  each  detector 
at  each  illuminator  level  is  computed  together  with  the  average 
value  of  the  background  signal  before  and  after  the  illuminators 
were  operated.  In  the  case  of  the  opaque  illuminator  flashes 
(see  Clegg  et  al  1996)  this  is  a  direct  measurement  of  the  dark 
current. 

6.2.  AA  Processing 

The  AA  stage  first  applies  a  wavelength  scale:  the  grating  po¬ 
sition  is  converted  to  wavelength  by  reference  to  a  table.  For 
Fabry-Perot  observations  an  algorithm  converts  the  encoder  po¬ 
sition  to  physical  gap  and  then  to  wavelength  using  the  order  of 
interference  derived  from  the  grating  position. 

For  all  observations  the  dark  current  is  subtracted  using  the 
values  calculated  during  the  opaque  illuminator  flashes.  Respon¬ 
sivity  correction  for  grating  scans  is  then  made  by  dividing  by 
the  calibration  tables  described  in  section  3.  The  flux  calibration 
is  completed  for  grating  scans  by  dividing  by  the  appropriate 
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resolution  element  to  give  the  final  flux  units  of  W  cm-2  jimr 1 . 
For  Fabry-Perot  data  corrections  are  made  for  the  underlying 
grating  profile  and  transmission  of  the  Fabry-Perots  before  ap¬ 
plying  the  responsivity  correction  using  the  same  tables  as  for 
the  grating  scans.  The  final  spectrum  is  not  divided  by  the  res¬ 
olution  element  of  the  Fabry-Perots  and  is  therefore  in  units  of 
W  cm-2. 

The  pipeline  processing  does  not  convert  LWS  flux  densities 
to  surface  brightness  because  this  requires  knowledge  of  the 
source  structure. 

7.  Conclusions  and  outstanding  problems 

The  LWS  calibration  is  mostly  complete  and  the  instrument’s 
performance  in  orbit  is  largely  as  expected  before  launch.  It 
is  not  yet  clear  why  the  LWS  beam  width  is  smaller  than  the 
expected  90  arcsec.  A  method  has  been  devised  to  remove  the 
fringes  observed  in  LWS  spectra  and  improved  methods  are  be¬ 
ing  studied.  Three  of  the  four  LWS  AOTs  have  now  been  fully 
commissioned  and  are  available  for  routine  observations.  The 
operating  parameters  and  observing  modes  have  been  tailored 
to  minimise  the  adverse  effects  of  ionising  radiation,  at  some  in¬ 
evitable  cost  to  the  instantaneous  sensitivity.  The  LWS  pipeline 
processing  continues  to  evolve.  The  absolute  flux  calibration 
accuracy  of  the  present  pipeline  analysis  is  better  than  ^sub¬ 
stantially. 
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